This paper shows the implementation of a fully integrated G m -C 0.5-7Hz bandpass filter-amplifier with gain G=400, for a piezoelectric accelerometer which is part of a rate adaptive pacemaker. The fabricated circuit operates up to 2V power supply, consumes only 230nA current, and achives 2.1µV rms input noise. Detailed circuit specifications, measurements, and a comparative analysis of the system performance are presented.
INTRODUCTION
Low power consumption is crucial in the case of pacemakers -the most widespread active implant -, where batteries need to last for years [1] . Since the replacement of batteries requires a surgicalthough simple -procedure, the need arises for minimizing power consumption to extend device lifetime. On the other hand, circuits must be extremely reliable since they may be life supporting devices for the patient. The realization of complex but reliable circuits restricted to a few micro-Amperes of current consumption is a major quest for the pacemaker manufacturer, that normally incorporates custom integrated circuits for the task. Not only due to power consumption, but also to reduce to a minimum the size of the device to be implanted. Thus, microelectronics technology is steadily contributing to the development of modern cardiac pacemakers, which are nowadays complex electronic circuits performing several sensing, control, and stimulation functions [1, 2] to reestablish a normal rhythm to a diseased heart. These functions include, among others, cardiac sensing channels, cardiac stimulus, battery sensing, telemetry, and also (physical) activity sensing [1, 2, 3] which is the motivation behind this work.
Activity sensing is a measurement of the physical activity, used in the so-called adaptive pacemakers, which regulate the heart stimulation rate according to the requirements of the patient. For example the heart should beat at a much higher frequency while running than while sleeping; during strenuous exercise the heart rate can increase 250% over its resting rate. If there is insufficient cardiac output, an active patient may become fatigued while doing exercise and may not be able to continue. Thus, rate adaptation will increase the quality of life in near half the pacemaker holders whose heart cannot self-establish its rate [1] . A simple but robust solution for activity sensing, is the use of an accelerometer registering body movement. Because it is non-invasive (the sensing device is located inside the pacemaker without direct contact with the human body), this is the preferred technique incorporated in most adaptive pacemakers either complimented with another sensed parameter like ventilation rate, venous O 2 saturation, or impedance measurement among others [1] .
This work deals with the design of an activity sensing integrated circuit doing the signal conditioning of a commercial piezoelectric accelerometer. The specified signal chain for the circuit is presented in Fig.1 ; its objective is to give an output proportional to the average amplitude of the mechanical movement of the patient in the band of interest from 0.5 to 7Hz. First there is a 2 nd order bandpass filteramplifier stage. Then a rectifier and a 3-second time averaging are added to estimate signal amplitude. The task of Fig.1 that appears simple, becomes difficult when dealing with normal pacemaker power consumption restrictions. Because motion signals are of very low frequency, the passive components -capacitors, resistors-for a traditional filter become too large to incorporate them into an integrated circuit [4] . A major challenge regarding this circuit is to reduce external components to a minimum, integrating all of them into a single chip. To overcome this problem, the selected circuit technique was continuous-time G m -C filters [5] , and series-parallel current division transconductors (OTAs) [6, 7] were used to achieve the required transconductances (as much small as the equivalent to a 30GΩ resistor and with up to ±500mV linear range).
The critical block in the signal chain of Fig.1 is the bandpass filteramplifier because at the rectifier and time averaging stage, noise is no longer critical and the transfer function is simpler. Throughout this work the focus will be on the bandpass amplifier, and the complete design and test measurements for this stage will be presented. Moreover, a very simple rectifier and time averaging design were also simulated to evaluate overall system area and power consumption in section 5. In the following section, circuit specifications are presented, and bandpass-amplifier design and topology are then shown in section 3. This circuit as well as isolated OTA structures for test purposes were fabricated and measured. Measurements are presented in section 4 while a performance comparison of this and other similar filters is discussed in section 5.
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THE SENSING ELEMENT & SYSTEM SPECIFICATIONS
Although several kinds of transducers exist [8, 9] for sensing acceleration, we will limit the analysis to piezoelectric ones [8] because they fulfill size, and power consumption requirements, for implantable devices although their cost may be elevated. In a piezoelectric element appears charge on its nodes proportional to the (acceleration-induced) mechanical stress. Since the sensing material is an isolator, the transducer acts as a capacitor. From the circuit perspective, the input source can be considered either as a charge generator or as a voltage source in series with a capacitor, as in Fig.1 . The accelerometer to be employed is a miniature single axis one selected because there is experience in its usage, but also a dedicated search for a better option was carried out without success. In Table 1 , detailed specifications are shown. The charge sensitivity and capacitance of the sensor are 1.5pC/g, and 550pF, respectively, which is equivalent to a 3.5mV/g sensitivity in the connection scheme of Fig.1 .
The approximated range of accelerations, appearing at chest level due to normal human exercise, is 0.007g peak to 0.34g peak . The frequency band of interest -0.5Hz to 7Hz-corresponds to figures reported in [1] for several studies on acceleration for various activities for the human body. Owing to the force of gravity, physical activity acceleration signals may be accompanied by much higher steps of up to at least ±1g that should be removed. A 2.8V (nominal) lithium-iodine battery normally powers modern pacemakers. Battery voltage decays with time and the pacemaker should be fully operational up to a 2V power supply to guarantee a reasonable time from the low battery condition detection, to pacemaker substitution [1, 2] . The activity sensing circuit must operate up to this voltage with a power consumption budget restricted to less than 3µA [2, 3] . In Table 2 , a resume of specifications for the bandpass amplifier is presented. Noise specifications correspond to an in-band rms value equal to the rms voltage produced by the minimum 0.007g acceleration input to be detected (typ.-24µV peak ). A gain G=400 is selected so that this minimum input signal gives an output voltage higher than the maximum estimated 5mV output offset.
For implantable applications, a piezoelectric transducer is an ideal choice because it has no power consumption of its own, only that of the signal conditioning circuitry. It can be found in very small packages for OEM applications and it has an adequate sensitivity. However, the signal conditioning circuit presents several challenges: -At 0.5Hz, the 550pF sensor capacitance represents a 580MΩ series impedance. Also note in Fig.1 that the upper node of the accelerometer is floating unless the measuring circuit provides some kind of virtual ground or DC bias connection. So the sensor cannot be simply connected to an infinite input impedance amplifier like a MOS gate input amplifier.
-Although a pacemaker is a self-contained circuit in a titanium case very close to an ideal Faraday jail, capacitive or inductive coupled noise may strongly affect the sensor due to its enormous output impedance.
-The circuit must operate at low voltage, with extremely low power consumption, it must be low-noise, and with a reduced offset.
-All these restrictions must be overcome without the use of external passive components.
Since fully integrated continuous-time filters in the sub-Hz range are a modern research topic [10] [11] [12] [13] [14] , the last issue is expected to be the hardest challenge because novel techniques must be combined with low-noise and micro-power restrictions. 
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Min. Typ. Max. 
CIRCUIT DESCRIPTION
The bandpass filter topology is shown in Fig.2 (4) , G m2 (5) , C 2(4) ) similar to that proposed in [14] for a capacitive microphone, and a DC cancellation loop (given by G m3 (6) , C 1(3) ). Note in Fig.2 that the sensor capacitance itself is used in the filter, taking advantage of a 550pF capacitor -much greater than common integrated ones-. The preamplifier DC cancellation loop also provides a DC virtual ground for the upper node of the accelerometer, eliminating in this way the need for any resistor connected to ground. The transfer function H 1 (2) − Noise is critical, mostly determined by G m1 ; so, G m1 transconductance was designed to minimize noise, according to area and current consumption budget. G m1 is a standard symmetrical OTA. − As much gain as possible was assigned to the preamplifier.
− G m6 was a minimum offset oriented design and C 4 =250pF was selected as the largest reasonable value.
The rest of the capacitors were 50pF while OTAs G m2 to G m6 were designed using the methodology proposed in [7] according to their required linear range and transconductance.
Apart from G m1 , the rest of the transconductors are implemented using series-parallel current division [6, 7] . For example, in Fig.3 the architecture for G m6 is shown. It is a symmetrical OTA with a linearized input pair [15] , and a current division factor N 2 = 784. The effective transconductance is calculated as , where g m_eq =70nS is the equivalent transconductance of the linearized input pair. Since their required linear range is smaller, G m2 , G m3 , G m4, are implemented with nondegenerated differential input pairs. Since the required division factor for G m4 , G m5 is not too large, transistor M 2 '' is composed of a rectangular array of unitary transistors. For example, the gain of the NMOS current mirror M 2 ": M 2 'in G m4 is 1:8. This gain is obtained with M 2 'as an array of 28 unitary transistors in parallel while, M 2 "is composed of a 7-parallel-by-2-series array of unitary transistors. M 2 " is then equivalent to a 3 ½ parallel array of unit transistors [16] . These numbers were chosen in order to reuse other layout blocks of the circuit. Finally, at the output of each stage (V Out1 , V Out2 ), the unity gain buffers that appear in Fig.4 were placed for test purpose only. Preamp.Stage 
FILTER MEASUREMENT RESULTS
The above described bandpass filter-amplifier was fabricated in a standard 0.8µm CMOS technology, and tested. In Fig.4 a microphotograph of the circuit occupying 0.7mm 2 is shown. Fig.5 shows the expected and measured overall transfer function of the filter. The center frequency was measured as 1.8Hz. The simple circuit in Fig.6 was used to simulate the accelerometer, using an external function generator because a calibrated movement generator was not available. The voltage divider R A -R B allows us to comfortably simulate input voltages from a few µV to a few mV, using a standard function generator. Measured input referred noise was only 2.1µV rms and measured power consumption was only 229nA. A resume of bandpass filter-amplifier characteristics is shown in Table 4 . The graph in Fig.7 shows the time response of the filter-amplifier with the accelerometer connected to its input, while shaking the whole system at approximately 2Hz.
Isolated transconductors where also fabricated for test purpose. Several measured and estimated characteristics are summarized in Table 3 . It should be highlighted that the reduced input offset of the OTAs is obtained with moderate area and power consumption, even for the case of a transconductor of only 33pS, or G m6 of only 89nS with a ±500mV linear range. Ten circuit samples from the same batch were used to calculate σ Voff in Table 3 .
To complete the system test, the accelerometer connected to the fabricated bandpass amplifier, with the addition of an external fullwave rectifier and 15s time averaging 1 , was inserted into a batterypowered closed container to do a field test of the activity sensing system. The idea is to carry the circuit, strapped at chest level, while doing different physical activities to check whether it is capable of distinguishing between them. The output voltage was registered with the aid of a small pocket multimeter. The results are summarized in Table 5 . The measurements seem adequate for the inclusion of the circuit in a high performance rate adaptive pacemaker. 
CONCLUSIONS
A fully integrated G m -C, 0.5-7Hz, CMOS bandpass filter-amplifier has been presented. Large time constants were obtained using seriesparallel division of current in symmetrical OTAs to achieve low transconductances with an extended linear range. The measured and predicted performance of the filter resulted in a very good solution in terms of current consumption, noise, offset, and occupied area. Its low input referred noise, and power consumption should be highlighted. A complete accelerometer-based activity sensing system using this filter was tested while realizing different physical activities, showing that it is suitable for incorporation in modern rate adaptive pacemakers. A comparative analysis of circuit performance is shown in Table 5 , where the main characteristics of several micropower filters are summarized. The first row relates to the activity sensing circuit here presented, including the bandpass amplifier, and rectifier-time average stage 2 . Row (#2) presents data also from an activity sensing circuit using continuous-time techniques but requiring a large number of external components [3] . Row (#3) contains the information related to a switched-capacitor filter, rectifier, and time averaging used for the same purpose, based on a piezoresistive accelerometer [17] . The three circuits are different approaches to the same problem but the G m -C filter using seriesparallel current division shows a considerable reduction in power consumption and input noise, while using no external elements. The occupied area has been reduced but the circuits in rows(#2,3) were fabricated in a 2.4µm technology. Rows (#4,5) contain information about two filters -which are intended to form part of biomedical devices -and have a set of specifications close to those of the physical activity sensing circuit. The first is a 2.4Hz low pass filter, presented by Solis Bustos et al [12] using combined continuoustime techniques. The circuit is compact in area while implementing a high order transfer function with a 60-dB dynamic range performance. This filter requires more power consumption and input noise is higher in comparison to the filter in row (#1). The reason for this is probably the use of capacitor scaling, and partial current cancellation OTAs. The data in row (#5) correspond to a low-power front end for a pacemaker atrial sensing channel [13] . It is a bandpass filter-amplifier centered at 110Hz, with several special characteristics. The circuit combines a continuous-time preamplifier-antialiasing stage at the input, followed by a 3 rd order switched capacitor stage. 4 external filter 3 components are used in the circuit which also takes advantage of high resistivity poly layers to implement MΩs resistors in the preamplifier. The resulting circuit is very compact in area, with a very low power consumption and an extremely low input referred noise if we take into account that the bandwidth of this filter is approximately 9 times that of the filter in row (#1). This further noise reduction is possible in this case due to the reduced flicker noise at the much higher frequency bandpass. An overall conclusion is that the system here presented improves the performance of previously designed activity sensing circuits in [3, 17] . Its performance is also comparable to other high-end modern filters with close specifications [12, 13] . Table 5 . Activity estimation measurements, using the fabricated circuit and external rectifier and 15s time average.
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C1=560pF
Function Generator
RA=47kΩ Ω Ω Ω The main advantage of G m -C filters is that they are extremely simple allowing a reduced power consumption and noise. Finally, seriesparallel OTAs also allow the implementation of G m -C filters with a reduced mismatch offset. However, there are not enough elements to include offset in the final comparative analysis.
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